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Determination  of  the  K  Fluorescence  Yield  of  Argon 
by  Proportional-Counter  Spectrometry 


Claire  Godeau 


A  proportional  counter  spectrometer  de- 
signed for  investigation  of  low  energy  par- 
ticles has  been  used  for  the  determination  of 
the  K  fluorescence  yield  of  argon. 

X-rays  following  K  capture  in  iron-55 
were  used  as  a  source  for  excitation  of  the 
argon  atom  and  the  spectrum  was  measured „ 
The  K  fluorescence  yield  o^.  was  deduced  from 
the  comparison  of  the  two  peaks  shown  in  the 
spectrum  and  corrections  were  made,  taking 
into  account  photoelectric  absorption  in  outer 
shells  and  reabsorption  of  secondary  X-rays  in 
the  counter. 

The  fluorescence  yield  co^  of  argon  was 
found  to  be  0.087  ±  0.007. 


1 o  Introduction 

A  proportional-counter  spectrometer  has  been  designed  which  can 
be  used  for  the  investigation  of  low-energy  particles.  It  has  been 
used  for  the  determination  of  the  K  fluorescence  yield  of  argon. 

Different  authors  [1-6]  have  shown  that  a  proportional-counter 
device  is  suitable  for  that  purpose. 

2.  The  Proportional-Counter  Description 

The  counter,  a  sketch  of  which  is  shown  in  figure  1,  is  a  brass 
cylinder  with  an  inside  aluminum  lining.  It  is  12"  long  and  3"  in 
diameter.  The  central  electrode  made  of  tungsten  wire  (2  mils  in  di- 
ameter) is  held  by  Kovar  seals,  providing  the  electrical  insulation 
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from  the  external  electrode.  The  counter  has  an  0o5-mil  mylar  window 
which  can  be  easily  removed.  The  vacuum  seal  at  the  window  is  provided 
by  an  O-ring  held  in  position  by  means  of  a  brass  ring  (figure  1-a). 
The  filling  gas  is  a  mixture  of  argon  and  methane  (90$  argon,  10% 
methane) o  The  counter  must  be  operated  at  pressures  such  that  the 
energy  of  the  electron  is  completely  absorbed  in  the  sensitive  volume 
of  the  counter.  For  the  measurement  of  the  K  fluorescence  yield  of 
argon,  work  was  carried  out  at  pressures  lower  than  atmospheric  and 
the  cap  shown  in  figure  1-b  was  used  in  order  to  have  the  same  pressure 
on  both  sides  of  the  mylar  window. 

3.  Electronic  Equipment 

This  is  shown  in  block  diagram  in  figure  2<>  The  pulse  due  to  the 
event  in  the  sensitive  volume  of  the  counter  is  amplified  in  a  non- 
overloading  linear  amplifier  and  then  presented  to  a  single  channel 
pulse-height  analyzer.  The  number  of  events  per  voltage  interval  is 
determined  by  a  scaler.   In  order  to  avoid  the  high  impedance  at  the 
counter  output,  a  cathode  follower  is  mounted  directly  on  the  counter,, 

4o  Calibration  of  the  Spectrometer 

Energy  calibration  of  the  counter  was  performed  by  measuring  the 
pulse  height  induced  by  monoenergetic  incident  radiation  of  known 
energy0  A  good  source  of  monoenergetic  radiation  is  provided  by  the 
X-rays  following  electron  capture  in  certain  nuclides  (iron-55>  zinc-65 
and  barium-133).  The  process  can  be  described  as  follows:  After  K 
absorption  the  iron-55  nucleus  becomes  a  manganese-55  nucleus  and  an  X- 
ray  characteristic  of  manganese  is  emitted.  This  X-ray  is  absorbed  in 
the  filling  gas  of  the  counter  by  photoelectric  process.  A  K  electron 
of  argon  is  thus  knocked  out  of  the  argon  atom  and  emitted  with  an 
energy  equal  to  the  incident  energy  minus  the  binding  energy  of  a  K 
electron  of  argon.  There  is  now  a  vacancy  in  the  K  shell  of  the  argon 
atom  which  is  filled  by  an  electron  from  an  outer  shell  giving  rise  to 
the  emission  of  an  X-ray  characteristic  of  argon.  This  X-ray  can 
either  escape,  or  be  absorbed  in  the  counter  according  to  the  Auger  ef- 
fect.  If  it  escapes,  the  energy  spent  in  the  counter  is  the  energy  of 
the  K  photoelectron  only,  but  in  case  of  Auger  absorption  the  total 
incident  energy  is  spent  in  the  counter.   One  can  thus  expect  two  peaks 
in  the  spectrum  obtained  with  iron-55  source  (figure  3),  the  low  energy 
peak  being  due  to  K  photoelectrons  only  and  the  high  energy  peak  being 
due  to  K  photoelectrons  plus  Auger  electrons.. 

In  the  case  of  iron-55  the  X-ray  characteristic  of  manganese  has 
an  energy  of  5.9  keve  The  binding  energy  of  the  argon  K  electron  is 
3<>2  kev  so  that  the  low  energy  peak  in  the  spectrum  represents 
5.9  -  3.2  =  2.7  kev  while  the  high  energy  peak  corresponds  to  5.9  kev. 
Both  these  energies  are  used  as  calibration  points „ 


A  similar  process  for  zinc-65  gives  two  more  points  for  the  cali- 
bration curve.  The  situation  with  barium-133  is  somewhat  different  be- 
cause of  the  very  low  photoelectric  cross  section  for  cesium  X-rays  in 
argon.  The  barium  source  was  accordingly  placed  inside  the  counter  and 
the  barium  Auger  electrons  were  detected  and  used,  to  obtain  a  further 
point  on  the  calibration  curve. 

These  points  have  been  used  to  establish  the  calibration  curve  of 
the  proportional-counter  spectrometer  between  0  and  26  kev0  By  taking 
into  account  the  amplifier  gain  and  the  base-line  vernier  calibration 
of  the  pulse-height  analyzer,  the  pulse  height  in  millivolts  at  the  out- 
put of  the  counter  can  be  plotted  against  the  energy. 

Figure  4  shows  the  curve  obtained.  One  can  draw  a  straight  line 
for  the  low  energy  end,  but  the  26-kev  point  is  somewhat  off  this  line. 
The  calibration  curve  is  however  linear  up  to  and  slightly  beyond  the 
characteristic  X-ray  energy  of  iron-55  which  was  used  in  the  determina- 
tion of  the  fluorescence  yield. 

5.  Resolution  of  the  Spectrometer 

The  resolution  was  measured  for  the  different  calibration  points  by 
measuring  the  width  of  the  peaks  at  half  maximum.  The  values  obtained 
for  2.7  kev  and  5.9  kev  are  respectively  21%   and  18%.  They  are  similar 
to  those  obtained  by  Bertolini,  Bisi  and  Zappa  [5]  for  the  same  type  of 
counter0 

As  previously  described,  when  external  radiation  of  a  certain  range 
of  energy  falls  upon  an  argon  atom,  a  K-shell  photoelectron  is  emitted 
followed  by  an  Auger  electron  or  an  X-ray  characteristic  of  argon.  In 
nearly  all  cases  the  X-ray  will  escape o  We  thus  obtain  two  peaks 
(figure  3)>  a  high  energy  peak,  corresponding  to  absorption  of  the  argon 
K-shell  photoelectron  and  Auger  electron,  and  a  low  energy  peak  known  as 
the  escape  peak,  corresponding  to  absorption  of  the  argon  K-shell  elec- 
tron and  escape  of  the  argon  X-raye 

60  Fluorescence  Yield 

The  fluorescence  yield  cc^  is  defined  as  the  probability  that  a 
K-shell  vacancy  results  in  X-ray  emission0 

7.  Determination  of  the  Fluorescence  Yield 

Considering  the  spectra  obtained,  one  can  very  easily  deduce  the 
fluorescence  yield  from  the  intensities  of  the  two  peaks,  assuming  that 
the  process  is  the  one  described  above  (we  will  see  later  that  cor- 
rections must  be  applied).   If  I  is  the  intensity  of  the  low-energy 
peak,  and  I  is  the  intensity  of  the  high-energy  peak,  the  fluorescence 


yield  av  is  determined  by  Ij/(l]_  +  ^2)  >  si-nce  *i  i-s  the  number  of  K 
photoelectrons  followed  by  non-measured  X-radiations,  and  Ip  is  the 
number  of  K  photoelectrons  followed  by  Auger  electrons. 

8.  Corrections 

Two  major  corrections  have  to  be  made  to  the  data  to  obtain  the 
fluorescence  yield  due  to  the  fact  that: 

1)  The  incident  electromagnetic  radiation  can  produce 
photoelectrons  from  the  L  and  M  shells  of  the  argon 
atom.  These  photoelectrons  cannot  be  resolved  from 
the  high-energy  peak; 

2)  The  secondary  X-rays  can  be  reabsorbed  in  the  counter 
by  a  photoelectric  process  in  another  atom  of  argon. 
In  that  case,  the  total  incident  energy  will  again  be 
absorbed  in  the  counter  but  not  by  the  Auger  effect, 
and  the  intensity  of  the  high-energy  peak  will  be  un- 
duly high. 

8.1.  First  Correction 

According  to  Bertolini,  Bisi  and  Zappa  [5],  the  percentage  of 
atoms  ionized  in  the  outer  shells  can  be  calculated  by  taking  into  ac- 
count the  photoelectric  absorption  coefficient  of  the  various  shells, 
^k*  Tl'  "Si*  ^ne  rela"tion  between  the  real  fluorescence  yield  ov  and 
the  fluorescence  yield  0^>\t   modified  by  absorption  in  outer  shells,  is 

°^=  (1  +^° — ^~r (1) 

Tk  1  +-L  coV 
Tk   k 


the  contribution  of  the  M  shell  being  negligible.  According  to  [7]  the 
ratio  —  for  argon  is  0.071. 


8.2.  Second  Correction 

Calculation' of  the  reabsorption  of  a  secondary  X-ray  in  the 
volume  of  the  counter  is  very  difficult,  involving  a  double  volume 
integration,  but  this  effect  can  be  evaluated  in  the  following  manner: 
At  pressure  zero,  it  is  normal  to  assume  that  there  is  no  reabsorption. 
If  one  can  plot  the  ratio  I^Ali  +  ^  against  the  pressure,  the  value 
extrapolated  to  zero  pressure  gives  the  pressure  correction  for  the 
fluorescence  yield  <^>\» 

9.  Results 

The  proportional  counter  described  above  was  used  at  different 
pressures.  The  pressure  was  made  the  same  on  both  sides  of  the  mylar 
window  in  order  to  avoid  breaking  the  window  (figure  1-b).  The 
iron-55  source  was  mounted  on  the  window.  The  gas  (90$  argon  -  10$ 
methane)  circulated  from  the  tank  through  the  cap  placed  on  top  of  the 
window  before  passing  through  the  counter  itself.  A  vacuum  pump  con- 
nected on  the  other  side  of  the  counter  allowed  the  pressure,  which  was 
read  on  a  mercury  manometer,  to  be  lowered.  The  flow  rate  was  regu- 
lated by  a  sylphon  valve  and  checked  with  a  bubbler.  The  iron-55 
spectrum  was  measured  at  pressures  ranging  from  0.53  atmosphere  to  1.03 
atmosphere. 

The  ratio  I,/(l1  +  O  was  calculated  for  each  spectrum,  I,  being 
the  numerical  integration  of  the  low-energy  peak  and  Ip  the  one  for 
the  high-energy  peak,  the  two  peaks  being  resolved  after  subtraction 
of  the  background  (figure  3).   I1/(I1  +  12)   was  Plotted  against  the 
pressure  (figure  5). 

Extrapolation  by  least  squares  to  zero  pressure  was  used  to  draw 
the  most  probable  straight  line  passing  through  these  experimental 
points.  The  extrapolated  value  of  the  fluorescence  yield  so  obtained, 
taking  into  account  the  correction  for  reabsorption  of  secondary  X-rays, 
is 


co'k  =  0.082  ±  0.006 


The  error  assigned  is  the  standard  deviation  of  the  intercept  The 
correction  for  absorption  of  the  primary  radiation  in  the  outer  shells 
of  the  argon  atom  has  to  be  applied  by  using  formula  (l),  and  the  final 
result  obtained  for  the  K  fluorescence  yield  of  argon  is 


^k 


=  0.087  ±  0.007 


10.  Comparison  with  Existing  Values 


<°k 

Method  of  Measurement 

Reference 

0.07 

Cloud  chamber 

8 

0oH9 

Cloud  chamber 

9 

0.077 

Cloud  chamber 

10 

0.06 

Proportional  counter  spectrometer 

1 

0.123 

Width  of  X-ray  absorption  line 

11 

0o083 

Theoretical  value 

12 

0.085 

Proportional  counter  spectrometer 

5 

0.087 

Proportional  counter  spectrometer 

Present  measurement 

11.  Background  Measurement 


A  complete  background  spectrum  was  obtained  by  making  a  run  of 
measurements  without  a  source  and  it  was  used  to  help  interpolate  the 
background  in  the  actual  spectra  below  the  peaks.  Further  checks  were 
made  by  counting  backgrounds  beyond  the  peaks  at  the  end  of  eaGh  spec- 
trum.  It  was  found  that  errors  in  background  measurements  cannot  af- 
fect the  final  result  by  more  than  ±5%» 


12.  Influence  of  the  Presence  of  Methane  in  the  Argon 

Pure  argon  cannot  be  used  as  a  filling  gas  in  the  proportional 
counter  because  of  its  having  metas table  states.  One  has  to  add 
methane  and  one  may  wonder  how  its  presence  will  affect  the  peaks  in- 
tensities,, 

The- absorption  of  primary  radiation  in  methane  is  much  lower  than 
the  absorption  in  argon.  The  amount  of  methane  in  the  filling  gas  be- 
ing only  10$,  one  can  calculate  that  the  absorption  of  primary  radia- 
tion in  methane  represents  only  0.4$  of  the  total  absorption. 

When  the  primary  radiation  is  absorbed  in  methane,  the  energy  dis- 
sipated in  the  counter  is  either  the  total  incident  energy,  or  that 
energy  minus  the  binding  energy  of  a  K  electron,  in  a  similar  way  with 
argon.  The  binding  energy  of  a  K  electron  in  methane  is  so  small,  how- 
ever, that  the  two  processes  cannot  be  resolved  and  both  appear  in  the 
high  energy  peak  of  the  spectrum.  Taking  into  account  the  low  proba- 
bility of  the  absorption  in  methane  and  the  fact  that  only  the  high 
energy  peak,  which  has  the  higher  intensity,  is  affected,  it  is  clear 
that  the  error  on  the  fluorescence  yield  can  be  neglected  in  comparison 
with  the  final  error  and  it  can  be  calculated  to  be  of  the  order  of 
0.4-$. 
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